The performance of multi-segments magneto-electric (ME) layered sensors as charge sources has been investigated by using a typical charge amplifier. We found that the intrinsic performance of such sensors consisting of several (namely 3 and 5) segments, is the same whether these segments are connected in parallel or in series. Both, the signal detecting capacity and the intrinsic noise source of ME layered sensors depend on the volume of sensor. We have measured an equivalent magnetic noise of about 1 nT√Hz at 1 Hz and as low as 10 pT√Hz in the white noise region.
Abstract:
The performance of multi-segments magneto-electric (ME) layered sensors as charge sources has been investigated by using a typical charge amplifier. We found that the intrinsic performance of such sensors consisting of several (namely 3 and 5) segments, is the same whether these segments are connected in parallel or in series. Both, the signal detecting capacity and the intrinsic noise source of ME layered sensors depend on the volume of sensor. We have measured an equivalent magnetic noise of about 1 nT√Hz at 1 Hz and as low as 10 pT√Hz in the white noise region.
Introduction:
Large magneto-electric (ME) effects can be achieved in layered magnetostrictive and piezoelectric materials [1] . Magnetic signals are transformed into electronic signals via intermediate stress and strain between the magnetostrictive and piezoelectric layers [2] , [3] , [4] and the generated electric charges can be collected from the polarization surface of the piezoelectric layers. The charge generating capacity is an important factor for a ME sensor, and it is characterized as the ME coefficient ME  [5] . In general, the sensitivity of the ME sensor is directly dominated by this coefficient. In order to detect very small signals, some electronics are required to amplify the detected magnetic signals [6] , [9] .
Noise is another important factor that limits the sensor sensitivity [7] . A lower noise level ensures a better sensor resolution. Noise results from natural random phenomena. Care must be taken in the three following aspects for ME layered sensors. Firstly, the piezoelectric material being a non-perfect insulator, electric charges can move in the piezoelectric layers, thereby producing thermal noise. Such noise exists in piezoelectric layers, although it is negligible. Secondly, due to the relaxation effect between electric displacement and field, a relaxation current noise appears in the piezoelectric layers [5] , [10] , [11] , which is also called dielectric loss noise. The level of this noise source is proportional to the dielectric loss factor of the piezoelectric, equivalent capacitor of sensor. Thirdly, noise sources from the detection electronics must be also considered [6] , [9] . A well designed low noise detection circuit will have a noise contribution much lower than that of the sensor.
In the following sections, we present the measured performances of multi-segment ME layered sensors and discuss the results by using a circuit model. The sensitivities and equivalent magnetic noise of sensors are also analyzed and compared to those given by our model.
Modeling and analysis for ME sensors with associated detecting circuit:
The ME sensor can be modeled as a charge generator in parallel with the equivalent sensor impedance consisting of a capacitor C in parallel with a resistor R [8] . Because of the insulating properties of the piezoelectric material, the value of the resistor R is quite large (~ TΩ), so that its thermal noise contribution can be considered negligible. The performance of a ME sensor is determined by its magnetoelectric coupling coefficient [3] , [11] . In general, two types of ME coefficients are used to represent the ME coupling. One is the ME voltage coefficient which represents the relation between output electric voltage and input magnetic field; the other, called the ME charge coefficient, is used to characterize the charge generation capability of ME sensors. In order to observe the small magnetic signals detected by the ME sensor, a low noise charge amplifier is used in our experiments. Op. Amp.
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The figure 1 shows our experimental set-up involving a ME sensor and a charge amplifier, including the different noise sources. Here, the ME sensor is modeled as a charge generator, in parallel with a capacitor C and a resistor R. H is the applied magnetic field and "α ME " is the charge coefficient. In our experiments, a large feedback resistor R 1 (10 GΩ) was used in parallel with the feedback capacitor C 1 (100 pF) in order to obtain a sufficiently large output voltage. For the low noise amplifier, we have chosen the LTC6240 from Linear Technology: equivalent input noise voltage e n = 7 nV/√Hz with a low corner frequency f c = 10Hz and equivalent input noise current i n = 0.6 fA/√Hz. This setup was used to test our ME samples.
The noise level for the ME sensors and amplifier circuit depend mainly on i) the environmental noise ii) the voltage noise e n and current noise i n of the amplifier and iii) the thermal noise from resistor R 1 and loss noise from capacitor C.
Theoretical analysis:
The most important factor for a sensor is its transfer function, since a high transfer function can readily amplify small sensed magnetic signals. Thus, the performance can be directly improved by a higher transfer function value.
The transfer function depends on the charge coefficient ME  which is given in (C/T 
where n is the ratio of the thickness of the magnetic layers to the total thickness, l and w are the length and width of ME sensor, 33 
which is m times larger than that of a single ME segment sensor. On the other hand, the charge coefficient ( ME _ series  ) for a ME sensor composed of m identical segments connected in series will be the same as that given by each single segment ME sensor as can be deduced from Eq. 1.
The ratio of the charge coefficients for the parallel connection and series connection is:
showing that the charge coefficient for m parallel segments sensor is m times larger than that of a m-segments series connected sensor.
If we consider the equivalent sensor capacity of above configuration, the capacity for the parallel assembly is given as 
The intrinsic sensor noise mainly comes from the dielectric loss current in the piezoelectric layers [5] , [10] , [11] , the sensor noise contribution to the output voltage in figue 1 can be written as
Here, k B is the Boltzmann constant, T is the temperature in Kelvin, ω is angular frequency, tan((f)) is the dielectric loss factor of the piezoelectric layers, and   
In the white noise region, the output voltage noise of the op-amp gives the main noise contribution, which is described by the following formula [9]
The ratio between the output voltage white noise levels for the parallel and series modes is given as 
The performances of ME sensors are evaluated by their equivalent input magnetic noise when the latter is predominant. The noise ratio between m-segments parallel connection and series connection is shown as follows 
This formula tells us that the performance of m-segment for a parallel or a series connection is identical when the intrinsic sensor noise is the dominant noise source.
For a non-perfect designed circuit, the equivalent voltage noise _ () 
Under these conditions, the larger the capacitor the lower is the performance [9] . In the case where 11 and
Samples:
The samples, we used, are trilayers of ferromagnetic alloy-PZT-ferromagnetic alloy. The alloy is 49% Fe, 49% Co, 2% V with high magnetostriction alloy called Permendur. The thickness is 0.016 cm. The PZT of dimensions 5 cm x 1 cm x 0.04 cm is a commercial product (#851 from American Piezoceramics). The fabrication of the ME composites contained the following steps: i) Formed Permendur and PZT layers are cleaned by the acetone solution in order to achieve a good connection between layers. ii) Epoxy glue is spread on the surfaces of magnetostrictive and piezoelectric layers, the two phases of materials are stacked together and fixed with clips. iii) Laminated composites are sintered under a certain temperature for several hours. After the fabrication procedure, electrodes are connected onto composites.
Experimental results and discussions:
During our measurements, the sensors were placed at the centre of a pair of Helmholtz coils, along the sensing direction of sensor as shown in Fig.2 . A pair of permanent magnets attached near the two ends of the sensor was used to apply a biasing magnetic field along the sensing sensor axis. The magnetic field generated by the Helmholtz coils was obtained by means of a function generator and a resistor R a (1 kΩ). A spectrum analyzer (HP 3562A) and an oscilloscope were used to measure the output signals. The applied magnetic field was obtained by measuring V b , the voltage across R b . In order to reduce the noise level for our experiments, the Helmholtz coils, sensor, charge amplifier and another optional preamplifier (EG&G 5113 PRE-AMP) were placed inside our shielded room.
A Transfer functions by using charge circuit
In this section, the experimental results of the transfer function for a parallel and a series connection of several ME segments will be compared and discussed. Two LT-mode layered ME sensors, presenting a mechanical resonance around 40 kHz, were tested by using the measurement setup described in the preceding paragraph. "Sensor 1" consists of three segments whereas "sensor 2" has five segments. Fig. 2 and Fig. 3 show the measured transfer functions of "Sensor 1" and "Sensor 2", respectively. The transfer functions of the parallel connection sensors are m times higher than transfer functions of the series connection sensors, since the one in parallel connection have m(= 3 or 5) times larger surface than in series connection. The black curves, both in Fig. 2 and Fig. 3 , are about m(= 3 or 5) times higher than the red ones, as expected from Eq. 5. The same equivalent input magnetic noise level is found in figures 4 and 5 at low frequency (<1 kHz), meanwhile, at white bandwidth (around 10 kHz) curves show a factor of 3 and 5. This corresponds to the theoretical prediction we expected. The synthesis of measured data is given in Table 1 and Table 2 . 
Conclusion:
Performances of the parallel and series connections of ME segment sensors have been investigated by using a typical charge circuit. The signal transfer function is proportional to the surface where the electric charges are generated. In white noise bandwidth, the output voltage noise is mainly dominated by the equivalent voltage noise source of the charge amplifier. However, dielectric loss noise from piezoelectric layer gives the main noise contribution at low frequency. In term of input magnetic noise, a same level is found at low frequencies. If the capacitor in the amplifying circuit is much smaller than the one of sensor, the white performances are proportional to the segment number of sensor. So, we can conclude that it is better to used ME layered sensors in m-segment series connection when the white noise level of the charge circuit is non-negligible. Notice that the intrinsic noise of the sensor is unchanged in m-segment series or parallel connections.
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